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Liquid metal ion sources (LMIS) in view of the 
quasi-point-lilte geometry of their emitting region 
and confined emission cone possess brightness 
(~ 10' A cm"^ sr~') which is adequate for the real- 
ization of high current density (~ 1 A cra~^), finely 
focused (>20 nm) probes. A 40 IteV scanning ion 
microprobe, which matces use of a Ga LMIS (UC- 
HRL SIM) is currently employed in our laboratory 
to obtain chemical maps of materials in a variety of 
iaterdisciplinary applications [1]. The instrument is 
composed of a two-lens focusing column, a high- 
transmission secondary ion energy analyzer and 
transport system, and an RF quadrupole mass filter 
for secondaty ion mass spectiometry (SIMS). In 
addition, two-channel electron multiplier detec- 
tors, overlooking the target region, collect sec- 
ondary electrons or ions for imaging of the surface 
topography and material contrast of a sample. 

Although a lateral resolution of 20 nm has been 
attained, sensitivity considerations favor operation 
at somewhat larger (50-70 nm) probe size. The an- 
alytical image resolution is in fact critically depen- 
dent on the statistics of the mass analyzed signal 
[2], which in turn is determined by the rate of mate- 
rial removal by sputtering from the sample surface. 
Such a rate is proportional to the probe current, 
which decreases with the square of the probe di- 
ameter for chromatic-aberration-limited probes 
such as those extracted from LMIS. Thus at, e.g., 
20 nm probe diameter, only 1-2 pA of probe cur- 
rent are available, the erosion rate is of the order 
~ 10~^ monolayers/s and probe-size resolution can 
only be attained for elements of high ionization 
probabilhy which will provide the highest signal 
statistics over an acceptable recording time (> 1 
count/pixel in a 1024 X 1024 pixel scan for a 512 s 
acquisition time for the UC-HRL SIM). 



In view of the well known range of ionization 
probabilities (ion fractions) among sputtered atomic 
species, as well as of sputtering yields, the attain- 
able analytical lateral resolution of finely focused 
probes becomes target-species dependent due to 
the above considerations. It also follows that for 
species difficult to ionize, high resolution SIMS 
imaging microanalysis is altogether precluded, un- 
less by recourse to postionization techniques [3]. 

Two examples of applications of the UC-HRL 
SIM to the study of materials will be illustrated in 
the present context. 

Imag;ing Micro-SIM S of 
Aluminum -Lithium Alloys 

SIMS techniques are uniquely suited to the study 
of Li because of the intense 'Li^ signal emerging 
from fast ion bombardment of Li-containing mate- 
rials. The high resolution imaging capability of the 
UC-HRL SIM can be fully exploited in this case, as 
demonstrated in preliminary studies of Al-Li alloys 
containing up to 12.7 at. % Li [4,5]. In these impor- 
tant alloys, the ^Li+ signal is detected with a signal- 
to-noise ratio s lO', and it is feasible to image and 
identify grain boundary phases and precipitates in 
the < 100 nm range of dimensions. 

Samples of binary Al-Li alloys were solution 
treated for '-lOmins at 570 °C and water 
quenched. Some of the samples were then aged to 
give coarse distributions of either the equflibrium 6 
(AlLi) phase or a combination of S and metascable 
S^A-liLi). The samples were first mechanically pol- 
ished and then electropolished to produce a flat 
surface for SIMS imaging. 

A number of SIMS artifacts originating in the 
sample preparation process could be identified and 
subsequently avoided. These involve Li surface en- 
richment, surface oxidation and chlorine and car- 
bon contamination. Sputter-cleaning of the samples 
in situ with a 2 kV Ar ion gun was generally neces- 
sary to obtain clean and artifact-free surfaces. An 
example of the detection of S plates in Al- 
12.7 at. % Li aged 100 hours at 250 "C is shown in 
the ^Li^ map of figure 1(a). The plates form in reg- 
ular crystallographic orientations. A ^*AlLi+ image 
is shown in figure 1(b) where S' particles (dark in- 
clusions) are detected, showing distinctive mor- 
phologies that include dendritic growth and 
nucleation on dislocations. In the latter case, the 
Al-10.1 at. % Li sample was aged 4 hours at 290 °C. 
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Toward quantification, a calibration curve has 
been constructed from 'Li^/"A1+ measurements 
performed on binary Al-Li alloys of known Li con- 
centration. A linear relation between the 'Li^/ 
^'Al^ ratio and the composition of the standard was 
observed, as shown in figure 2. 

Imaging Micro-SIMS of Silicon 
Nitride Ceramics 

Sintered silicon nitride is an advanced ceramic 
often used for high-temperature applications. The 
sintering process requires the addition of small 
amounts of oxides in a nitrogen overpressure to 
prevent dissociation above 1700 °C. Sintering 
agents such as MgO, Y2O3 and others, present in 
1-10% weight concentrations, react with the sili- 
con nitride phases and the secondary phases, which 
form along grain boundaries determine the me- 
chanical properties of the ceramic. 

Using the UC-HRL SIM, it has been feasible to 
obtain detailed mapping of the components of the 
interboundary phases in both yttria- and magnesia- 
doped silicon nitride [6]. Both fractured and pol- 
ished surfaces of these ceramics can be readily 
analyzed in our microprobe, after coating with a 
thin (~5 nm) Au layer, which is rapidly sputtered 
away from the field of view under investigation. 

In the case of Y203-sintered silicon nitride, the 
dominant interboundary phase is YSi02N, known 
to oxidize to Y2Si207. SIMS mapping of these 
phases can be obtained for several break-up frag- 
ments such as Y+, O", Si02^ and SiN'. In addition 
differential resputtering of the implanted Ga+ 
probe ions provides detailed descriptions of the 
structure of the ceramic comparable to that which 
can be obtained with backscattered electrons. An 
example of the level of detail and resolution that 
can be attained in the imaging microanalysis of this 
ceramic is shown in figure 3. Figure 3(a) is a *'Ga+ 
map, figure 3(b) a "Y+ map of the same fracture 
surface. The silicon nitride crystallites representing 
the ceramic matrix are clearly outlined in the Ga+ 
map, while the complementary Y+ map describes 
the distribution of the interboundary phase. 

Quantification of the composition of the inter- 
boundary phase by SIMS is complicated by the 
presence of matrix effects and local ion yield en- 
hancements in the presence of bound oxygen. 
Methods are being developed, based on image pro- 
cessing techniques, to perform vector scan micro- 
analysis of either the matrix or the interboundary 
phases separately. Aided by suitable standards, it is 



expected that quantification on a microscale may 
become feasible by this approach. 
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Figure 1. (a) 'Li+ SIMS image of S plates in A1-I2.7 at. % Li 
alloy. 80 ^im full scale, (b) "AlLi^ SIMS image of dendritic 8' 
particles in Al-10.1 at. % Li. 10 )j,m full scale. 
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Figure 2. 'Li+/"Ar calibration obtained for the UC-HRL SIM 
from homogeneous as-quenched samples of binary Al-Li alloys. 




Figure 3. (a) Resputtered "Ga+ SIMS image of fracture sur- 
face of YiOs-sintered silicon nitride ceramic, 20 ^im full scale, 
(b) "Y+ image showing distribution of interboundary phase in 
same area as (a). 
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Introduction 

The great importance and large field of applica- 
tions the x-ray fluorescence analysis (XFA) found 
in the last decade are due to its extraordinary qual- 
ities. It is a very flexible method, it is nondestruc- 
tive, fast and requires only a very simple sample 
preparation. It is not necessary to perform the anal- 
ysis in vacuum, so samples containing volatile com- 
ponents pose no problem (e.g., biological and 
medical samples). 

The penetration depth of x-rays ranges from a 
few /Am up to several 100 jxm and is thus much 
greater than that of electrons (used to excite the 
sample with scanning electron microscopy). The 
analyzed volume of the sample thus increases and 
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results in a high sensitivity of the method. Addi- 
tionally, x-rays cause much less radiation damage 
than corpuscular beams [1]. 

Using synchrotron radiation as a very powerful 
primary x-ray source, the sensitivity of the method 
is very high and is comparably good for all ele- 
ments having Z>18 [2,3]. Figure 1 shows the de- 
tection limits for synchrotron radiation excited 
x-ray fluorescence analysis (SYXFA). A 1 mg/cm^ 
multielement sample was measured for 300 s using 
a beam diameter of 0.5 mm. The solid line indicates 
the detection limits measured using a white beam, 
the dotted line those using a graphite monochro- 
mator adjusted to eliminate the As-Ka/Pb-La 
interference. 

The main advantages of applying synchrotron 
light as the primary radiation source in XFA could 
be summarized as follows; 

• The high photon flux makes filtering, 
monochromatizing and masking of the pri- 
mary beam feasible. 

• A very broad continuous white spectrum al- 
lows simultaneous multi-elemental analysis 
featuring very good limits of detection (abso- 
lute >10-'^ g, relative >0.l fjug/g). 

• Synchrotron radiation is linearly polarized in 
the storage-ring plane, thus improving the 
signal-to-noise ratio significantly. 

• The source size is very small and the synchro- 
tron beam is very well collimated, so a high 
spatial resolution is achievable (see later). 

• Since the properties of synchrotron radiation 
are calculable, the evaluation of the measured 
data becomes easier and more reliable. 

We are applying SYXFA to help solving differ- 
ent analytic problems that hardly could be ap- 
proached with other methods. For example, we 
analyzed cosmic dust particles smaller than 10 jLtm 
in diameter to find out their composition. A second 
example is the analysis of the printing ink on very 
precious documents, including the 42-line bible by 
Gutenberg. 



X-Ray Imaging 

SYXFA becomes even more interesting if one 
succeeds in combining spatial resolving analysis 
with the high sensitivity of the method. 
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